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While neurological assessment is a crucial element in the
management of acute brain-injured (ABI) patients, con-
ducting a comprehensive clinical evaluation may not be
feasible during the acute phase, especially when patients
require sedation. Invasive methods are considered the
gold standard for neuromonitoring when indications are
met [1]. However, in recent years, several noninvasive
monitoring (NIM) techniques emerged with the abil-
ity to identify and follow subtle changes in intracranial
physiology. With diverse physics principles, strengths,
limitations and levels of evidence, these techniques dem-
onstrated potential to play a role on the follow-up of neu-
rocritical patients. In this manuscript, we briefly sum-
marize some of the main NIM tools currently used in
neurocritical care (Fig. 1).

Noninvasive monitoring of brain hemodynamics
Brain ultrasound (BUS) is being progressively used in
the neurocritical care settings as a bedside repeatable
and safe tool able to assess cerebral hemodynamics [1].
Transcranial color-duplex sonography (TCCD) combines
Doppler pulse wave technology with B-mode, providing
a direct visualization of brain anatomy and pathological
events, such as intracerebral hemorrhage, masses, hydro-
cephalus, midline shift. TCCD can help to obtain direct
anatomical information that may trigger indications for
repeating imaging, or detect emerging brain catastro-
phes, such as bleeding—as well as provide a direct visual-
ization and identification of the major intracranial vessels
and their blood flow velocities.
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Through the waveform analysis of the flow velocities on
TCCD, important information can be obtained regarding
cerebral blood flow (CBF), cerebrovascular autoregula-
tory status and estimation of cerebral perfusion pres-
sure and noninvasive intracranial pressure (ICP—based
mainly on the pulsatility index>1.3 and diastolic flow
velocity <20 cm/s) [1, 2]. Slow velocities are indicators of
intravascular blood volume reduction, whereas hyperdy-
namic blood transit may be due to systemic (hyperemia,
septic status) or central causes (vasospasm, stenosis) [3].
Moreover, BUS is used to help in the diagnosis of differ-
ent conditions in the intensive care unit (ICU), such as
brain death, embolic phenomena and right-left vascular
shunt.

Noninvasive monitoring of brain electrical activity
Guidelines recommend to consider intermittent or con-
tinuous electroencephalogram (EEG) monitoring for
comatose patients [4]. Monitoring of electrical activity
with EEG is very useful in detecting seizures and starting
treatment, as well as escalating antiepileptic strategy in a
timely line [5]. Seizures in comatose patients are highly
correlated with structural brain damage but also with
brain dysfunction, from epileptiform discharges (ED)
up to non-convulsive status epilepticus [6]. Computa-
tional analysis also known as quantitative EEG (QEEG),
involves the recording of digital EEG signals that are pro-
cessed, transformed and analyzed using complex math-
ematical algorithms, obtaining specific frequency bands
which allow a rapid and bedside screening and display
of a large amounts of digitally recorded EEGs [7]. QEEG
is able to detect seizures especially in non-convulsive sta-
tus, but also monitor for ischemia, bleeding, hydrocepha-
lus, brain swelling or herniation and to assess sedation
depth [5, 8]. In addition, QEEG can help in the recog-
nition of malignant patterns which are associated with
poor outcomes [7].
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Fig. 1 Multimodal noninvasive neuromonitoring tools currently used in the neurocritical care settings. Abbrevia-
tions: B4C brain4care, ICC intracerebral compliance, CA cerebral autoregulation, EEG electroencephalography, BIS

bi-spectral index, NIRS near infrared spectroscopy, BUS brain ultrasonography

Noninvasive monitoring of brain function
Automated pupillometer is a portable device which
measures pupil size at baseline and changes after deliv-
ering a 3 seconds flash of visible light, and optimizes
the accuracy of the pupillary examination, which is well
established as a fundamental aspect of the neurologi-
cal exam. It allows objective, quantitative, and reliably
repeatable assessment of the brainstem function, by
means of a variety of parameters including pupil size,
latency, constriction and dilation velocities [7]; indeed,
it is a validated monitor of brain function, by its graded
assessment of central reflex pathways, that are indica-
tive of more global brain pathophysiological issues
(e.g., increased ICP, anoxic damage). The neurological
pupil index (NPi; NeurOptics), an automated algorithm
which incorporates multiple pupillometry parameters,
has shown to be a good prognostic tool in post-car-
diac arrest encephalopathy and in neurocritical care
patients, and to present a correlation with high ICP
when abnormal (values 0-3) [9, 10].

Noninvasive monitoring of brain mechanical
properties

The adequate balance of intracranial volumes (intracra-
nial compliance—ICC) is fundamental to ensure a proper
cerebral blood perfusion. In this regard, the skull micro-
dynamics sensor (B4C) is an emerging technique based
on nanometric resolution of the pulsatile cranial elastic
movements within each heartbeat [11, 12]. This system
exports all acquired signals with privacy to a cloud ana-
lytics, which returns to the operator the processed ICP
surrogate waveforms in real time. The numerical metrics
currently provided are the P2/P1 ratio and the time-to-
peak, which are used to assess ICC deterioration [11].
Studies in neurocritical patients validated B4C biomark-
ers against the invasive techniques, whereas clinical
exploratory trials have indicated a potential utilization
of this system in situations when ICC can be compro-
mised for systemic factors (i.e. acute respiratory distress
syndrome [13]). Moreover, some trials point out also to
the possibility of NIM synergism and diagnostic power
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enhancement combining different techniques such as
BUS and B4C [13, 14]. In particular, BUS also allows the
estimation of the optic nerve sheath diameter. As the
optic nerve is surrounded by the meninges, its diam-
eter increases when the pressure in the cerebral spinal
fluid increases, being values>5.8 mm associated with
increased ICP [1]. This suggests a combined potential use
of these tools with invasive ICP to help in the decision of
escalating and deescalating treatment for ICP.

Noninvasive monitoring of brain oxygenation
Near-infrared spectroscopy (NIRS) measures tissue
hemoglobin oxygen saturation (rSO,) [15]. NIRS is com-
posed by two sensors positioned over the frontal lobes
with light sources, providing rSO, as a global indicator
of cerebral oxygenation. It reflects the balance between
oxygen consumption and delivery and derives from com-
bined arterial, capillary, and venous blood. NIRS has
been widely applied to identify episodes of cerebral desat-
uration in different settings, in particular in non-ABI
patients, suggesting that rSO,<50% or drop>10-20%
from basal are associated with neurological complica-
tions [16]. However, this technique has important meth-
odological and technical issues, in particular the risk of
contamination by extracranial signals; current recom-
mendation suggest the use of invasive (brain tissue oxy-
genation) for the measurement of cerebral oxygenation
[17], and the use of NIRS in ABI is limited.

Applications and take-home message
The arsenal of NIM tools has grown, allowing physicians
to enhance their diagnostic ability.

NIM techniques have some advantages, as these are
safe, relatively low cost, bedside available and repeat-
able. However, these present also some important limita-
tions especially regarding accuracy, the need of training
in some cases, and therefore cannot substitute invasive
methods such as invasive ICP or oxygenation and are
not currently routinely employed in clinical practice.
Dedicated prospective trials are needed to determine the
optimal combinations and their interactions with inva-
sive monitoring, and to assess their effect on outcomes.
Emerging evidence suggest that noninvasive methods
can help in the understanding of cerebral physiology, and
therefore can be employed together with invasive tools or
when invasive techniques are not available or contrain-
dicated (such as in coagulopathy) or in the screening of
patients with borderline indications for invasive methods
in the decision to proceed with invasive strategies or to
help in the prognosis of patients. A multimodal nonin-
vasive approach can improve the accuracy in estimating
ICP and in the prediction of outcomes [18].

Each NIM presents strengths and weakness; the choice
of the NIM to be used depends on the local availabil-
ity, operator’s training and the clinical question (brain
mechanics properties, electrical activity, hemodynamics);
finally, their use should be included in the context of a
multimodal approach including neuroimaging and clini-
cal factors.

Author details

! Division of Neurosurgery, Department of Neurology, School of Medicine,
University of Sao Paulo, Sdo Paulo, Brazil. 2 Department of Neurological
Surgery, University of Washington, Mailstop 359766, 325 Ninth Ave, Seattle,
WA 98104-2499, USA. > Department of Orthopaedic Surgery, University

of Washington, 325 Ninth Ave, Seattle, WA 98104-2499, USA. * School of Global
Health, University of Washington, 325 Ninth Ave, Seattle, WA 98104-2499, USA.
> Harborview Medical Center, University of Washington, 325 Ninth Ave, Seattle,
WA 98104-2499, USA. © Anesthesia and Intensive Care, IRCCS Policlinico San
Martino, Genoa, Italy.” Dipartimento di Scienze Chirurgiche Diagnostiche e
Integrate, University of Genoa, Genoa, ltaly.

Data availability
Not applicable.

Declarations

Conflicts of interest

SB serves as a scientific advisor for brain4care. CR received fees for
Speaker from Edwards, Masimo, RC holds an Integra Endowed Professor of
Neurotrauma.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.

Received: 22 December 2023 Accepted: 19 March 2024
Published: 17 April 2024

References

1. Robba C, Goffi A, Geeraerts T et al (2019) Brain ultrasonography: method-
ology, basic and advanced principles and clinical applications. A narrative
review. Intensive Care Med 45(7):913-927. https://doi.org/10.1007/
s00134-019-05610-4

2. RasuloFA, Calza S, Robba C et al (2022) Transcranial Doppler as a screen-
ing test to exclude intracranial hypertension in brain-injured patients:
the IMPRESSIT-2 prospective multicenter international study. Crit Care
26(1):110. https://doi.org/10.1186/513054-022-03978-2

3. Brasil S, Romeijn H, Haspels EK, Paiva W, Schaafsma A (2023) Improved
transcranial doppler waveform analysis for intracranial hypertension
assessment in patients with traumatic brain injury. Neurocrit Care. https://
doi.org/10.1007/512028-023-01849-4

4. Panchal AR, Bartos JA, Cabanas JG et al (2020) Part 3: adult basic and
advanced life support: 2020 American Heart Association Guidelines for
cardiopulmonary resuscitation and emergency cardiovascular care. Cir-
culation 142(16_suppl_2):S366-5468. https://doi.org/10.1161/CIR.00000
00000000916

5. Rasulo FA, Hopkins P, Lobo FA et al (2023) Processed electroenceph-
alogram-based monitoring to guide sedation in critically Il adult
patients: recommendations from an international expert panel-based
consensus. Neurocrit Care 38(2):296-311. https://doi.org/10.1007/
$12028-022-01565-5

6.  Wang X, Yang F, Chen B, Jiang W (2022) Non-convulsive seizures and non-
convulsive status epilepticus in neuro-intensive care unit. Acta Neurol
Scand 146(6):752-760. https://doi.org/10.1111/ane.13718


https://doi.org/10.1007/s00134-019-05610-4
https://doi.org/10.1007/s00134-019-05610-4
https://doi.org/10.1186/s13054-022-03978-2
https://doi.org/10.1007/s12028-023-01849-4
https://doi.org/10.1007/s12028-023-01849-4
https://doi.org/10.1161/CIR.0000000000000916
https://doi.org/10.1161/CIR.0000000000000916
https://doi.org/10.1007/s12028-022-01565-5
https://doi.org/10.1007/s12028-022-01565-5
https://doi.org/10.1111/ane.13718

963

Alkhachroum A, Appavu B, Egawa S et al (2022) Electroencephalogram in
the intensive care unit: a focused look at acute brain injury. Intensive Care
Med 48(10):1443-1462. https://doi.org/10.1007/500134-022-06854-3

Hill CE, Blank LJ, Thibault D et al (2019) Continuous EEG is associated with
favorable hospitalization outcomes for critically ill patients. Neurology
92(1):e9-e18. https://doi.org/10.1212/WNL.0000000000006689

Oddo M, Sandroni C, Citerio G et al (2018) Quantitative versus standard
pupillary light reflex for early prognostication in comatose cardiac arrest
patients: an international prospective multicenter double-blinded

study. Intensive Care Med 44(12):2102-2111. https://doi.org/10.1007/
500134-018-5448-6

Oddo M, Taccone FS, Petrosino M et al (2023) The Neurological Pupil
index for outcome prognostication in people with acute brain injury
(ORANGE): a prospective, observational, multicentre cohort study. Lancet
Neurol 22(10):925-933. https://doi.org/10.1016/S1474-4422(23)00271-5

. Andrade RAP, Oshiro HE, Miyazaki CK et al (2021) A nanometer resolution

wearable wireless medical device for noninvasive intracranial pressure
monitoring. IEEE Sens J 21(20):22270-22284. https://doi.org/10.1109/
JSEN.2021.3090648

Brasil S, Godoy DA, Hawryluk GWJ (2023) A point-of-care noninvasive
technique for surrogate ICP waveforms application in neurocritical care.
Neurocrit Care. https://doi.org/10.1007/s12028-023-01786-2

Brasil S, Taccone FS, Wayhs SY et al (2021) Cerebral hemodynamics and
intracranial compliance impairment in critically ill COVID-19 patients: a
pilot study. Brain Sci. https://doi.org/10.3390/brainsci1 1070874

de Moraes FM, Adissy ENB, Rocha E et al (2023) Multimodal monitor-

ing intracranial pressure by invasive and noninvasive means. Sci Rep
13(1):18404. https://doi.org/10.1038/541598-023-45834-5

Thiele RH, Shaw AD, Bartels K et al (2020) American society for enhanced
recovery and perioperative quality initiative joint consensus statement
on the role of neuromonitoring in perioperative outcomes: cerebral near-
infrared spectroscopy. Anesth Analg 131(5):1444-1455. https://doi.org/
10.1213/ANE.0000000000005081

Robba C, Battaglini D, Rasulo F, Lobo FA, Matta B (2023) The importance
of monitoring cerebral oxygenation in nonbrain injured patients. J Clin
Monit Comput. https://doi.org/10.1007/510877-023-01002-8

Chesnut R, Aguilera S, Buki A et al (2020) A management algorithm for
adult patients with both brain oxygen and intracranial pressure monitor-
ing: the Seattle International Severe Traumatic Brain Injury Consensus
Conference (SIBICC). Intensive Care Med 46(5):919-929. https://doi.org/
10.1007/500134-019-05900-x

Robba C, Frigieri G, Brasil S, Taccone FS (2022) Early prognostic value of
non-invasive intracranial pressure methods in brain-injured patients.
Intensive Care Med 48(12):1812-1814. https://doi.org/10.1007/
500134-022-06899-4


https://doi.org/10.1007/s00134-022-06854-3
https://doi.org/10.1212/WNL.0000000000006689
https://doi.org/10.1007/s00134-018-5448-6
https://doi.org/10.1007/s00134-018-5448-6
https://doi.org/10.1016/S1474-4422(23)00271-5
https://doi.org/10.1109/JSEN.2021.3090648
https://doi.org/10.1109/JSEN.2021.3090648
https://doi.org/10.1007/s12028-023-01786-2
https://doi.org/10.3390/brainsci11070874
https://doi.org/10.1038/s41598-023-45834-5
https://doi.org/10.1213/ANE.0000000000005081
https://doi.org/10.1213/ANE.0000000000005081
https://doi.org/10.1007/s10877-023-01002-8
https://doi.org/10.1007/s00134-019-05900-x
https://doi.org/10.1007/s00134-019-05900-x
https://doi.org/10.1007/s00134-022-06899-4
https://doi.org/10.1007/s00134-022-06899-4

	Noninvasive neuromonitoring in acute brain injured patients
	Noninvasive monitoring of brain hemodynamics
	Noninvasive monitoring of brain electrical activity
	Noninvasive monitoring of brain function
	Noninvasive monitoring of brain mechanical properties
	Noninvasive monitoring of brain oxygenation
	Applications and take-home message
	References




